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Iddan らによって開発が始まり，１９９4 年，The Los An-
geles World Congress of Gastroenterology にて世界で初
めてとなる研究報告が発表された１）。その後，製品化が
進み，２００１年に Given Imaging 社の小腸用カプセル内視




































鏡は PillCam®SB３（Given Imaging 社製），データレコー


































症例 内容 検査場所 画像欠損
１ センサーアレイ不良による画像フリーズ 内視鏡センター あり
２ レコーダフリーズ 内視鏡センター なし
３ レコーダフリーズ（再起動で改善） 内視鏡センター なし
４ レコーダ受信レベル低下 病棟 なし
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SUMMARY
Recently, there have been some reports of electromagnetic interference during capsule endos-
copy（CE）in regards to other medical devices and facility environment. These accidental events
have not been analyzed sufficiently although academic societies and related ministries are proposing
guidelines with cautious attention. Based on this, detailed analyses and development of solution are
required. In this study, we review our experience with cases of accidental events during CE and
assessed the causes and preventive solutions. A total of１４９CE cases（male :８９, female :６０, mean
age :５６±１８．８）from January ２０１７ until December ２０１９ were analyzed retrospectively. Four
cases（２%）with defective images were noted. Detailed events were as follows ;１disorder of the
sensor array, ２ recorder freezes, and １ electromagnetic interference. These mechanical and
electromagnetic troubles should be assessed and shared among medical staffs and manufacturers to
propose possible solutions and perform CE safely.
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